Background {#Sec1}
==========

Anti-programmed cell death ligand-1 (PD-L1; durvalumab, atezolizumab, and avelumab) and anti-programmed death-1 (PD-1; nivolumab and pembrolizumab) antibodies have shown promising clinical activity in patients with advanced urothelial carcinoma (UC) \[[@CR1]--[@CR12]\]. These agents are approved by the US Food and Drug Administration for the treatment of patients with locally advanced or metastatic UC with disease progression during or following platinum-containing chemotherapy or disease progression within 12 months of neoadjuvant or adjuvant treatment with platinum-containing chemotherapy. Nivolumab, pembrolizumab, and atezolizumab are also approved in this indication by the European Medicines Agency \[[@CR13]--[@CR20]\]. Pembrolizumab and atezolizumab have also received accelerated approval for first-line treatment of locally advanced or metastatic UC in patients ineligible for cisplatin-containing chemotherapy. Higher clinical response rates with these agents tend to be observed in patients with UC tumors with high PD-L1 expression than in those with tumors with PD-L1 low/negative expression, with correlation seen between overall response rate and PD-L1 expression in patients treated with first-line (cisplatin-ineligible) and second-line or greater anti--PD-1/PD-L1 monotherapy in UC (Fig. [1](#Fig1){ref-type="fig"}) \[[@CR1], [@CR4], [@CR5], [@CR7]--[@CR9], [@CR11]\]. PD-L1 expression levels in UC tumors may help physicians identify patients who are more likely to benefit from an anti--PD-1/PD-L1 therapy. Fig. 1Comparison of PD-L1 assays for UC and differences in immune cell measurement and scoring algorithm. \*Ratio of tumor cells (TC) and immune cells (IC) relative to number of all TC. ^†^IC score is the percentage area of ICs present exhibiting PD-L1 positive IC staining. ^‡^IC score is the proportion of ICs that are PD-L1 positive, expressed in relation to tumor area. *CE* European Conformity, *Cis* cisplatin, *IVD* in vitro diagnostic

Four validated, commercially available assays (VENTANA PD-L1 SP263 and VENTANA PD-L1 SP142 \[Ventana Medical Systems, Inc., Tucson, Arizona, USA\], and PD-L1 immunohistochemistry \[IHC\] 22C3 pharmDx and PD-L1 IHC 28--8 pharmDx \[Agilent Technologies, Santa Clara, California, USA\]) have been developed independently in conjunction with immunotherapies targeting the PD-1/PD-L1 pathway. These assays use different antibodies, IHC protocols, scoring algorithms, and cutoffs to define high/low PD-L1 expression in UC (Fig. [1](#Fig1){ref-type="fig"}) \[[@CR21]--[@CR30]\]. Unlike the application of these assays in non--small cell lung cancer (NSCLC), in UC, the PD-L1 scoring approaches differ widely among the various assays. In UC, VENTANA SP142 assesses the proportion of tumor area occupied by PD-L1-stained immune cells (IC) (% of IC~TumorArea~), while VENTANA SP263 utilizes the proportion of ICs with PD-L1 staining as a proportion of the IC area as well as the proportion of tumor cells (TCs) with PD-L1 membrane staining (% of TC or IC~ICArea~) (Fig. [1](#Fig1){ref-type="fig"}). PD-L1 IHC 22C3 pharmDx uses the combined positive score (CPS) of TCs and ICs with PD-L1 staining, while PD-L1 IHC 28--8 pharmDx measures the proportion of TCs with PD-L1 membrane staining only (% of TC) (Fig. [1](#Fig1){ref-type="fig"}). In addition to the difference in scoring methods between the assays, in UC, there are significant differences between assays in the cutoffs used to define PD-L1 expression level \[[@CR24], [@CR27]--[@CR31]\]. These differences raise the question of whether the UC patient populations defined as PD-L1 high are the same across clinical trials based on the algorithms (particular combination of scoring method and cutoff) used, and therefore, whether results can be compared across trials.

To conserve patient tissue and pathology resources, the use of a single PD-L1 assay for tumor testing is desirable. However, such harmonization requires a thorough understanding of the concordance between staining, scoring algorithms, and cutoffs. To enable this, and to demonstrate interchangeable use, a first step is to compare the analytical performance of the available assays. Good analytical concordance has been previously demonstrated among three validated, commercially available PD-L1 IHC assays (VENTANA SP263, PD-L1 IHC 22C3 pharmDx, and PD-L1 IHC 28--8 pharmDx) across multiple TC PD-L1 protein expression cutoffs using samples from patients with NSCLC \[[@CR31]\] or head and neck squamous cell carcinoma (HNSCC) \[[@CR24]\]. The VENTANA SP142 assay was also evaluated, but did not show good concordance with the other three assays for TCs, an observation that has been supported across multiple independent studies \[[@CR32], [@CR33]\]. More recently, the analytical comparability of these four assays has been investigated in staining of a small number of samples from patients with advanced UC for IC and TC staining, showing comparable results across assays, except for significantly lower staining of TC by VENTANA SP142; however, this was conducted in a small number of samples and no formal statistical evaluation was performed \[[@CR34]\].

In addition to assessing the analytical performance of the four commercially available PD-L1 IHC tests, this study assessed the overlap between patient populations selected by these assays when different algorithms are used to define high versus low/negative PD-L1 expression. Comparing the technical performance of different assays and algorithms will allow appropriate interpretation of clinical outcomes for patients with UC treated with different anti--PD-1/PD-L1 therapies.

Methods {#Sec2}
=======

Study design {#Sec3}
------------

Archival formalin-fixed, paraffin-embedded clinical UC tumor sample blocks aged ≤5 years were obtained from commercial sources (Avaden BioSciences, Seattle WA, USA; Asterand Bioscience, Royston, UK; BioIVT, West Sussex, UK). AstraZeneca has a governance framework and processes to ensure that commercial sources have appropriate patient consent and ethical approval in place for collection of the samples for research purposes including use by for-profit companies.

Consecutive sections derived from tumor blocks were stained with VENTANA SP263, VENTANA SP142, PD-L1 IHC 22C3 pharmDx, and PD-L1 IHC 28--8 pharmDx according to their validated protocols for investigational use, and PD-L1 testing was carried out at Hematogenix (Tinley Park, IL, USA). The PD-L1 antibody clone (PD-L1 IHC 73--10 pharmDx), assessed in Blueprint phase II NSCLC and in metastatic breast cancer, was not commercially available at the time of analysis \[[@CR35], [@CR36]\]. A single pathologist, trained by the manufacturers (Clinical Laboratory Improvement Amendments program-certified laboratory, Hematogenix), scored all samples in a blinded fashion, which were batched on an assay-by-assay basis. There was a washout period of ≥0.5 days between scoring the different assays. A single pathologist was used to remove reader subjectivity as a factor, thus ensuring a true inter-assay comparison.

The following parameters were recorded for each case and each assay: percentage of TCs with membrane staining for PD-L1 (TC score), percentage of tumor area occupied by tumor infiltrating ICs (IC area), percentage of ICs staining for PD-L1 (IC~ICArea~ score) (as would be assessed for the VENTANA SP263 assay), percentage of tumor area occupied by PD-L1 staining tumor infiltrating ICs (IC~TumorArea~ score) (as would be assessed for the VENTANA SP142 assay), and CPS of the number of PD-L1 positive cells divided by the total number of TCs × 100 (as would be assessed for the PD-L1 IHC 22C3 pharmDX assay). TC, IC area, and IC~ICArea~ scores were recorded in 1% increments between 0 and 5%, and in 5% increments thereafter; IC~TumorArea~ score was scored in 1% increments; and CPS was scored in increments of 1.

Comparison of scored and derived parameters {#Sec4}
-------------------------------------------

To determine whether it is possible to use derived values for IC~TumorArea~ and CPS, rather than scoring directly, derived parameters were calculated as follows: $$\documentclass[12pt]{minimal}
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                \begin{document}$$ \bullet \mathrm{Derived}\ {\mathrm{IC}}_{\mathrm{TumorArea}}={\mathrm{IC}}_{\mathrm{IC}\mathrm{Area}}\ \mathrm{score}\times \mathrm{IC}\ \mathrm{area}. $$\end{document}$$ $$\documentclass[12pt]{minimal}
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Statistical analysis {#Sec5}
--------------------

### Analytical concordance between assays {#Sec6}

To assess the similarity in staining and scoring between the four assays, bubble plots and Spearman rank correlation coefficients were generated pairwise between assays for the TC, IC~ICArea~, and IC~TumorArea~ scores. Correlation was classed as "good" where ρ ≥ 0.85. Concordance between the scored and derived values for IC~TumorArea~ and CPS were assessed for the VENTANA SP142 and PD-L1 IHC 22C3 pharmDx assays, respectively, using the same approach. Plots showing the TC and IC~ICArea~ scores for each assay ranked by the average value across assays were also generated. To demonstrate similarity between assays without the influence of cases where both assays were scored at 0% for the given parameter, Spearman rank correlation coefficients (ρ) were also generated excluding these cases.

### Clinical concordance between assays {#Sec7}

Two aspects of clinical concordance were assessed: first, whether the VENTANA SP263 clinically relevant algorithm (25%TC/IC) selects the same patients when applied to different assays. To do this, for each of the four assays, the patient status was determined using the clinically relevant algorithm for the assay itself (Fig. [1](#Fig1){ref-type="fig"}) and also using the VENTANA SP263 algorithm (patient positive if either TC or IC~ICArea~ score is ≥25%).

Secondly, it was assessed whether the clinically relevant algorithms applied to the respective assays select the same patient population. Overall percentage agreement (OPA), negative percentage agreement (NPA), and positive percentage agreement (PPA) were calculated pairwise between assays using the appropriate comparator as reference assays for each clinically relevant cutoff; assays were considered concordant if OPA, PPA, and NPA were ≥ 85%. For each metric, the lower boundary of 95% confidence interval (CI) was calculated excluding upper bound using Clopper--Pearson method \[[@CR37]\].

Results {#Sec8}
=======

UC tumor samples ≤5 years old from a total of 335 patients were included in this analysis. Patient demographics are shown in Table [1](#Tab1){ref-type="table"}. Approximately 75% of patients were aged \> 65 years, and patients were predominantly male (72%). The majority of tumor samples were of urothelial carcinoma (98%) and 76% were invasive (stage II or higher). Most of the samples were from transurethral resection of the bladder tumor (70%). Table 1Patient demographics and baseline characteristics for study samples ≤5 years oldDemographicCases (*N* = 335)Ethnicity African American4.8% Caucasian39.7% Other8.4% Unknown47.2%Age at surgery, years ≤6525.1% \>6574.9%Sex Female27.8% Male72.2%Histology Non-urothelial carcinoma^a^3.3% Urothelial carcinoma97.6%Stage 0a10.1% I13.7% II37.0% III31.0% IIIB0.3% IV7.8%Grade High77.7% Low22.1% Unknown0.3%Sample type Biopsy0.3% Cystectomy29.2% TURBT69.6% Unknown0.9%^**a**^ Non-urothelial bladder cancer samples included in the analysis are further defined in Additional file [1](#MOESM1){ref-type="media"}*TURBT* transurethral resection of bladder tumor

Direct scoring versus derived scoring {#Sec9}
-------------------------------------

For both IC~TumorArea~ and CPS, the correlation between the scored and derived scores, and the correlation between the ranks of the scored and derived scores, showed a high level of agreement (Spearman's correlation coefficient of 0.997 and 0.999, respectively) (Additional file [2](#MOESM2){ref-type="media"} for VENTANA SP142 and PD-L1 IHC 22C3 pharmDx). Therefore, scored and derived IC~TumorArea~ (and scored and derived CPS) can be considered interchangeable for each of these assays.

Comparison of PD-L1 TC and IC staining {#Sec10}
--------------------------------------

There was a good linear analytical association between PD-L1 IHC 22C3 pharmDx and PD-L1 IHC 28--8 pharmDx assays and VENTANA SP263, for both TC and IC scores, with a good correlation between rank order of samples (ρ ≥ 0.85 for all cases) (Fig. [2](#Fig2){ref-type="fig"}). However, VENTANA SP142 had a poorer, nonlinear, correlation with VENTANA SP263 for TC (ρ = 0.83) (Fig. [2](#Fig2){ref-type="fig"}c), but a good linear correlation for IC (ρ = 0.87 and ρ = 0.91) (Fig. [2](#Fig2){ref-type="fig"}f and i). Fig. 2Comparison between PD-L1 IHC 22C3 pharmDx, PD-L1 IHC 28--8 pharmDx and VENTANA SP142 versus VENTANA SP263. Pairwise comparison between PD-L1 IHC 22C3 pharmDx (**a**, **d**, **g**), PD-L1 IHC 28--8 pharmDx (**b**, **e**, **h**) and VENTANA SP142 (**c**, **f**, **i**) assays versus VENTANA SP263 for TC and IC PD-L1 staining and their corresponding pairwise Spearman rank correlation coefficients (ρ). Pairwise Spearman rank correlation coefficients without zeros were 0.90, 0.89, and 0.82 for tumor cell (TC) staining; 0.77, 0.73, and 0.65 for immune cell (IC) staining by IC area; and 0.85, 0.83, and 0.80 for IC staining by tumor area for PD-L1 IHC 22C3 pharmDx, PD-L1 IHC 28--8 pharmDx, and VENTANA SP142 versus VENTANA SP263, respectively. *IC* immune cell, *IHC* immunohistochemistry, *PD-L1* programmed cell death ligand-1, *TC* tumor cell

PD-L1 IHC 22C3 pharmDx, PD-L1 IHC 28--8 pharmDx, and VENTANA SP263 assays showed similar PD-L1 prevalence for both TC and IC PD-L1 staining, with prevalence at the ≥25% cutoff ranging from 15.2 to 17.9% for TC staining, 21.5--25.1% for IC staining by IC area, and all at 0.6% for IC staining by tumor area (Additional files [2](#MOESM2){ref-type="media"}, [3](#MOESM3){ref-type="media"}, and [4](#MOESM4){ref-type="media"}).

VENTANA SP142 showed similar prevalence versus the other three assays for ICs (22.7% staining for IC by IC area; 0.3% for IC staining by tumor area), but was less sensitive for PD-L1 staining on TCs (prevalence 6.3% at the ≥25% cutoff) (Additional files [2](#MOESM2){ref-type="media"}, [3](#MOESM3){ref-type="media"}, and [4](#MOESM4){ref-type="media"}).

The percentages of TC staining for PD-L1, ranked by average value, were similar for the PD-L1 IHC 22C3 pharmDx, PD-L1 IHC 28--8 pharmDx, and VENTANA SP263 assays, but lower for VENTANA SP142 (Fig. [3](#Fig3){ref-type="fig"}). However, the percentage of IC (per IC area) staining for PD-L1 was similar across all four assays (Fig. [3](#Fig3){ref-type="fig"}). Fig. 3Percentage of PD-L1--positive TC and IC (per IC area) ranked by average value. Exponential fits to the data are provided for ease of visualization. **a** % of TC membrane staining ranked by average % of TC membrane staining. **b** % of IC membrane staining ranked by average % of IC membrane staining. *IC* immune cell, *PD-L1* programmed cell death ligand-1, *TC* tumor cell

Assay concordance at the VENTANA SP263 clinically relevant algorithm for UC {#Sec11}
---------------------------------------------------------------------------

Agreement between patient PD-L1 status, as determined for each assay when applying the TC or IC~ICArea~ ≥ 25% cutoff (the algorithm validated for durvalumab patient selection, VENTANA SP263), was assessed using OPA, PPA, and NPA, setting the VENTANA SP263 assay as the reference (Table [2](#Tab2){ref-type="table"}). OPA, PPA, and NPA of ≥85%, the preset criterion for assay concordance, were only achieved for PD-L1 IHC 22C3 pharmDx (OPA 92.2%, PPA 86.4%, NPA 95.4%). PD-L1 IHC 28--8 pharmDx and VENTANA SP142 had OPAs and NPAs ≥85% (OPA 90.7 and 85.7%; NPA 96.8 and 97.2%, respectively), but PPAs \< 85% (79.7 and 64.4%, respectively) (Table [2](#Tab2){ref-type="table"}), indicating that these two assays would select fewer patients as PD-L1 high compared with the reference assay. Results were similar in the two hundred fifty-five patients that had invasive disease (Additional file [5](#MOESM5){ref-type="media"}). Table 2OPA, PPA, and NPA between PD-L1 assaysClinical algorithmComparator assayVENTANA SP263 (TC/IC 25%) assay used as reference, % agreement (95% CI) ^a^OPAPPANPATC or IC~ICArea~ ≥ 25%(VENTANA SP263)PD-L1 IHC 22C3 pharmDx92.2% (89.4%)86.4% (80.1%)95.4% (92.3%)PD-L1 IHC 28--8 pharmDx90.7% (87.7%)79.7% (72.6%)96.8% (94.0%)VENTANA SP14285.7% (82.1%)64.4% (56.5%)97.2% (94.6%)CPS ≥1(PD-L1 IHC 22C3 pharmDx)PD-L1 IHC 22C3 pharmDx77.0% (72.9%)90.7% (85.0%)69.6% (64.0%) CPS ≥10(PD-L1 IHC 22C3 pharmDx)PD-L1 IHC 22C3 pharmDx81.5% (77.6%)62.7% (54.8%)91.7% (87.9%) TC ≥1%(PD-L1 IHC 28--8 pharmDx)PD-L1 IHC 28--8 pharmDx75.5% (71.3%)66.9% (59.1%)80.2% (75.2%) IC~TumorArea~ ≥ 5%(VENTANA SP142)VENTANA SP14269.9% (65.5%)15.3% (10.1%)99.5% (97.8%)^a^ For each metric, lower boundary of 95% confidence interval (CI) was calculated with no upper bound using the Clopper--Pearson method \[[@CR37]\]*CPS* combined positive score, *IC* immune cell, *IHC* immunohistochemistry, *NPA* negative percentage agreement, *OPA* overall percentage agreement, *PD-L1* programmed cell death ligand-1, *PPA* positive percentage agreement, *TC* tumor cell

Assay concordance using assay-specific clinically relevant algorithm for UC {#Sec12}
---------------------------------------------------------------------------

When agreement was assessed between VENTANA SP263 and the other assays using the clinical algorithm validated for each individual assay (eg, IC~TumorArea~ ≥ 5% for VENTANA SP142), the criterion for assay concordance was not met for any of the three assays; although NPA values of 91.7 and 99.5% were found for PD-L1 IHC 22C3 pharmDx (CPS ≥10) and VENTANA SP142, respectively, with a PPA of 90.7% for PD-L1 IHC 22C3 pharmDx (CPS ≥1). NPA for PD-L1 IHC 28--8 pharmDx and PD-L1 IHC 22C3 pharmDx (CPS ≥1) were lower at 80.2 and 69.6%, respectively; all OPA and other PPA values were also \< 85% (Table [2](#Tab2){ref-type="table"}). This was also the case in the subset of patients with muscle-invasive disease (Additional file [5](#MOESM5){ref-type="media"}).

Differences between the populations selected by VENTANA SP263 versus VENTANA SP142, PD-L1 IHC 28--8 pharmDx, and PD-L1 IHC 22C3 pharmDx assays are illustrated in Fig. [4](#Fig4){ref-type="fig"}. Of 118 patients with tumors classified as PD-L1 high using the VENTANA SP263 algorithm, only 15.3% were also classified as PD-L1 high (PPA) using the VENTANA SP142 algorithm, while 66.9% were also classified as PD-L1 high using the PD-L1 IHC 28--8 pharmDx algorithm, 62.7% using the PD-L1 IHC 22C3 pharmDx at the CPS ≥10 cutoff, and 90.7% at the CPS ≥1 cutoff (Fig. [4](#Fig4){ref-type="fig"}). Of 217 patients with tumors classified as PD-L1 low/negative using the VENTANA SP263 algorithm, 99.5% were also classified as PD-L1 low/negative with the VENTANA SP142 algorithm, 80.2% with PD-L1 IHC 28--8 pharmDx, and 91.7% with PD-L1 IHC 22C3 pharmDx (Fig. [4](#Fig4){ref-type="fig"}). Fig. 4Differences in the populations selected by the investigated algorithms. **a** SP263 (TC/IC ≥25%) versus SP142 (IC~TumorArea~ ≥ 5%), **b** PD-L1 IHC 22C3 pharmDx (CPS ≥1), **c** PD-L1 IHC 22C3 pharmDx (CPS ≥10), and **d** PD-L1 IHC 28--8 pharmDx (TC ≥1%) algorithms, with subject numbers shown in **e**. *CPS* combined positive score, *IC* immune cell, *IHC* immunohistochemistry, *PD-L1* programmed cell death ligand-1, *TC* tumor cell

Discussion {#Sec13}
==========

In this study of 335 UC tumor samples, a high level of analytical concordance was observed among the VENTANA SP263, PD-L1 IHC 22C3 pharmDx, and PD-L1 IHC 28--8 pharmDx assays for TC and IC staining of PD-L1. Concordance criteria were met between categorization of patients using PD-L1 IHC 22C3 pharmDx and VENTANA SP263 using the TC/IC algorithm, suggesting that these assays could be used interchangeably in UC to determine PD-L1 expression levels. Importantly, this finding was also true in the subset of samples from patients with muscle invasive cancer. Despite the good rank correlation between assays, the other assays did not meet the agreement criteria, driven by lower PPA, suggesting a lower sensitivity for PD-L1 IHC 28--8 pharmDx, and particularly for VENTANA SP142.

Significant differences were observed between VENTANA SP142 and the other three assays for TC staining, whereas IC staining was similar. The analytical findings of our study are consistent with previously reported Blueprint observations in NSCLC \[[@CR38]\] and other studies in NSCLC and HNSCC, where VENTANA SP142 also consistently detects fewer TCs \[[@CR32], [@CR33]\]. Our data also confirm the results of a recent study on samples from 30 patients with UC, which showed comparable results across assays for IC and TC staining, but significantly lower staining of TC by VENTANA SP142 \[[@CR34]\].

Our study identified differences in the patient populations that would be classified as PD-L1 high versus PD-L1 low/negative by the PD-L1 IHC 22C3 pharmDx (CPS ≥1 and ≥ 10), VENTANA SP142 (IC ≥5%), and VENTANA SP263 (TC/IC ≥25%) algorithms. There was greater overlap between patient populations identified by VENTANA SP263 (TC/IC ≥25%) and PD-L1 IHC 22C3 pharmDx (CPS ≥1 and ≥ 10) than between VENTANA SP263 (TC/IC ≥25%) and VENTANA SP142 (IC ≥5%). According to our study, using the VENTANA SP142 assay and the IC ≥5% algorithm would misclassify a significant proportion of patients with UC tumors that are PD-L1 high according to the VENTANA SP263 assay (using the TC/IC algorithm); indeed, significantly fewer PD-L1 high patients would be identified using the VENTANA SP142 assay and algorithm. The discordance between patient populations may be explained by the inclusion of TCs in the VENTANA SP263 algorithm versus the VENTANA SP142 algorithm, the lower TC cutoffs for the PD-L1 IHC 22C3 pharmDx CPS algorithms versus the VENTANA SP263 algorithm, or the use of different denominators for the IC scoring approach in all three cases. Differences observed in assay sensitivity in this setting, particularly for PD-L1 IHC 28--8 pharmDx and VENTANA SP142, may also account for some variation in these patient populations. These differences in classification of patients as PD-L1 high versus PD-L1 low/negative using different assays and different algorithms suggest that caution should be taken when comparing clinical outcomes across studies.

Numerous assay compatibility initiatives aimed at reducing complexity in PD-L1 testing are ongoing \[[@CR24], [@CR38], [@CR39]\]. In UC, a recent study showed good correlation between 22C3, E1L3N, and 28--8 assays for tumor cell PD-L1 staining, with SP142 showing lower sensitivity \[[@CR40]\]. Another study showed excellent correlation between PD-L1 IHC 22C3 pharmDx, PD-L1 IHC 28--8 pharmDx, and E1L3N for tumor cell PD-L1 scoring, with lower reproducibility for IC scoring \[[@CR41]\]. These data are consistent with the results presented here.

Conclusions {#Sec14}
===========

These findings inform comparisons between studies using different PD-L1 tests, as well as the next steps toward harmonization of PD-L1 diagnostic testing in UC. With compelling assay concordance data, a single PD-L1 base assay could potentially be used for different therapies, but the appropriate, clinically validated algorithm must be applied to retain the connection between the cutoff and the therapy, and ideally this would be tested and confirmed in a prospective cohort. While the PD-L1 IHC 22C3 pharmDx and VENTANA SP263 assays could be used interchangeably, the appropriate, clinically validated algorithm for each therapy must be applied, eg, CPS for pembrolizumab and TC/IC for durvalumab.

Additional files
================

 {#Sec15}

Additional file 1:Non-urothelial bladder cancer samples included in the analysis (DOCX 14 kb) Additional file 2:Plots for derived versus scored staining for VENTANA SP142 immune cell scores (A) and PD-L1 IHC 22C3 pharmDx CPS (B). *IC* immune cells, *CPS* combined positive score (TIF 1582 kb) Additional file 3:PD-L1 proportion of samples above cutoff by assay, cutoff, and scored compartment. SP142 detects fewer TC PD-L1 positive cells than other PD-L1 assays. *IC* immune cells, *PD-L1* programmed cell death ligand-1, *TC* tumor cells (DOCX 15 kb) Additional file 4:PD-L1 staining for four PD-L1 assays. *IC* immune cells, *TC* tumor cells (TIF 22699 kb) Additional file 5:OPA, PPA, and NPA between PD-L1 assays in invasive UC samples (*N* = 255) (DOCX 16 kb)
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